Two rapid methods for determination of serum theophylline concentrations: a comparison.
Two methods for determining serum theophylline concentrations were compared against a standard laboratory assay. Each method was evaluated for ease of use, accuracy, and precision. Although both methods were found to be easy to use, there were major differences between the assays in both accuracy and precision.